
Escenarios complejos en 
bifurcaciones

Dr Mario Araya Hormazábal
Presidente SOLACI

Clínica Alemana-Hospital Militar de Santiago
Chile



• 1) Complejidades técnicas del acceso



• Difficult GW advancement
into the opposite direction
of the distal MV

• Easy slippage of the GW to  
the distal MV

• Difficult GW manipulation
with less back-up support
due to tortuosity

• Less accuracy of the GW  
aiming due to its distal  
bending

• Friction resistance in the SB  
ostial lesion

Problemas de bif con ángulo de + de 90

Slide from Francesco Burzotta, EBC



POT para acceso a SB



POT para acceso a SB



POT para acceso a SB

POT

Flow restoration



Guia y uso de MC con curva 
recta





Guia y MC angulado (puede 
angularlo usted)



SuperCross











REVERSE WIRING 
TECHNIQUE



REVERSE WIRING TECHNIQUE



• Dr. Kawasaki T

Catheterization and Cardiovascular Intervention, 2007

The GW is folded  

at the site of

2-5cm proximal  

from the tip.

The folded GW is  

inserted directly  

into the guiding  

catheter.

The GW advances  

into the coronary  

artery while  

maintaining its  

folded position.

Reversed wire technique



Saque el introductor de guía y 
doble la parte proximal en 180 

grados



Fielder FC  

Whisper 

Sion  (

Runthrough

•Diferentes guias
se comportan 
distinto y la curva 
debe adaptarse. 
Tb depende del 
MV

Tips para reversed wire technique



REVERSE WIRING

HAIRPIN WIRE 
DELIVERY W/ DUAL LUMEN 

MICROCATHETER





Guía + MC doble lumen















Guía + Catéter de 
aspiración





MC deflectable





SWIFT NINJA







Estrategias cuando todo falla
"Plaque modification 

techniques”



POBA



Scoring/Cutting balloons
Rotablator



https://www.asiaintervention.org/how-should-i-treat-a-patient-with-critical-stenosis-of-a-

bifurcation-of-the-left-main-coronary-artery-with-an-acute-angulation-between-the-left-main-

artery-and-the-left-circumflex-artery-2/

Plaque “plowing” o Pullback-balloon
assisted wiring technique







"Plaque Plowing Technique"

Balón SC 2.5/15 mm   12 ATM -

pullback del balónpara desplazar placa







"Soluciones out of the box"





30 minutos…



• 30 minutos

• BMW , Fielder FC, Runtrough Hypercoat, Whisper LS, Choice Floppy

• Multiples curvas de la punta

• Dos operadores

Falla de avanzar guía a SB



"Bumper" o "Blocking" 

Balloon Technique





SB 

"Micro"catheterization

+"Reverse" Wiring 

Technique











Predictores de oclusión ramo lateral SB

Angio :Resolve scorecore (VRESOLVE)

IVUS: carina con morfología spiky(“eyebrow” sign),
placa en  SB 

OCT: alto contenido lipídico en MV y localización contralateral de 
lípidos en el área de bifurcación 
angulo de carina < 60
Placa calcificada en MV 



• Fees por speaker Terumo-Cordis

Más de 10 puntos, 20% riesgo 



Prevenir y tratar



www.latambif.com


