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Current Implant Centers

SP - 9
RJ- 7
RS - 3
PR - 2
MS -2
GO - 1
BA - 1
CE- 3
RN - 1
PE – 3
AM – 1

TOTAL = 34 centers 



Age 79,2 (34-96)

Female 53,4

Hypertension 48,0

Diabetes 28,8

Peripheral Vascular Disease 65,0

GFR < 50 77,3

Previous Stroke 4,6

CAD 66,9

NYHA III/IV 91,5

Euroscore (logistic) 38,1±22,1

260 CASES– Multiple Centers
115 - UNIFESP

Patient Data
Peak Gradient (mmHg) 75,6±18,2

Mean Gradient (mmHg) 45,4±14,3

Ejection Fraction 49,2±14,3

Moderate-Severe Mitral 
Regurgitation 23,1%











Success 98,0 %

CPB Apical Bleeding 1

Duration (min) 136,2±66,4 

Fluoroscopy (min) 10,3±4,5

Contrast Dye (mL) 27,6

OR extubation (%) 83,0

Annulus Implant; low 
gradient; no AI >2+; no 

coronary occlusion

Procedure Outcomes -
VARC



Mortality Operative (n) 1

Mortality 30-day (%) 9,23% 

Major Vascular Complications (n) 2

Stroke / TIA (n/%) 4 /1,5

Pacemaker Permanent (n/%) 6 /2,3

Re-operation (n) 3

> 2 valves 0

>2+ Aortic Insuficciency 1

Procedure Outcomes -
VARC



Valve Sizes
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Survival

1y 61%
2y 55%
3y 52%

1y 88%
2y 80%
3y 74%

111 UNIFESP CASES



Echo Data



CT Findings

Sphericity index
TOP 0,97

MIDDLE 0,96
BASE 0,97
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QOL - KCCQ



Glimpse into the future #1 !
Inovare 2 Proseal

18 Fr 20-28 mm



Glimpse into the future #2 !
INOVARE MITRAL







• Clinical phase -> Satisfactory results

• Structural and functional valve preserved 
up to 5y

• No prosthetic dysfunction

• Comparable clinical results with major 
commercially available valves

• Femoral Access in test (18 Fr) – Inovare 2
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